EC Certificate of Conformity 



Certificate No.: 9502280 


This is to certify that: 


Equipment type Order No. 


Designation 


SMH 

SMH-B21 


0845.4002.52 Signal Generator 

0845.4702.02 AF Synthesizer 


complies with the provisions of the Directive of the Council of the European Union on the 
approximation of the laws of the Member States 

- relating to electrical equipment for use within defined voltage limits 
(73/23/EEC revised by 93/68/EEC) 

- relating to electromagnetic compatibility 

(89/336/EEC revised by 91/263/EEC, 92/31/EEC, 93/68/EEC) 

Conformity is proven by compliance with the following standards: 

EN61010-1 : 1991 
EN50081-1 : 1992 
EN50082-1 : 1992 

Affixing the EC conformity mark as from 1995 


ROHDE & SCHWARZ GmbH & Co. KG 
Muhidorfstr. 15, D-81671 Munchen 


Munich, 08.12.95 


Central Quality Management FS-QZ / Becker 



